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ABSTRACT 

Experimental  convective  heat  transfer  distributions 

on  a  hemisphere -cylinder  configuration  were  obtained  using 

slug  calorimeters  and  Gardon  gages.  Wind  tunnel  tests  were 

conducted  at  a  nominal  Mach  number  of  10  over  a  free-stream 

6  6 

Reynolds  number  range  from  0.31  x  10  to  1.04  x  10  based  on 
the  model  diameter  (5.80  inches) .  The  data  were  compared 
with  theoretical  heajt  transfer  values  and  data  obtained  with 
thin-skin  calorimetric  wind  tunnel  models. 

The  slug  calorimeter  data  were  highly  time  dependent 

t 

due  to  conduction  heat  losses;  consequently,  the  data  did  not 
compare  favorably  with  theoretical  predictions.  Gardon  gage 
indicated  heat  transfer  was  in  very  good  agreement  with  both 
theoretical  values  and  data  from  other  sources. 
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NOMENCLATURE 

B  Thermocouple  thermo-electric  power,  MV./®R 

C1  Slug  calorimeter  calibration  factor,  BTU/ft.2-MV. 

C2  Gardop  gage  calibration  factor,  BTU/MV. 

Cp  Specific  heat,  BTU/lb.-°R 

d  Model  diameter,  in. 

D  Slug  or  sensing  disc  diameter,  in. 

E  Thermocouple  output,  MV. 

h  Heat  transfer  coefficient,  BTU/ft5-sec.-°R 

H  Total  enthalpy,  BTU/lb. 

k  Thermal  conductivity,  BTU/ft.-sec.-°R 

H  Slug  or  sensing  disc  thickness,  in. 

L  Lewis  number 

M  Mach  number 

Nu  Nusselt  number 

p  Pressure,  psia 

Pr  Prandtl  number 

q  Heat  transfer  rate,  BTU/ft. 2 -sec. 

r  Radius,  in. 

R  Gardon  gage  sensing  disc  radius,  in. 

Re  Reynolds  number 

Rjj  Model  nose  radius,  in. 

S  Surface  distance  in  plane  including  model  axis,  in. 

St  Stanton  number 
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t  Time,  sec. 

T  Temperature,  °R 

Tc  Gardon  gage  sensing  disc  center  temperature,  °R 

Tg  Steady  state  temperature,  °R 

u  Velocity,  .ft./sec. 

x  Distance  into  calorimeter  slug  from  back  surface,  in. 

a  Thermal  diffusivity,  ft.2/sec. 

Y  Ratio  of  specific  heats 

6  Angular  location  in  the  plane  containing  model  axis, 

deg. 

y  Viscosity,  lb. -sec. /ft . 2 

p  Density,  lb. /ft. 3 

t  Gardon  gage  time  constant,  sec. 

<p  Angular  location  in  the  plane  normal  to  the  model 

axis,  deg. 

Y  Fourier  modulus 

a)  Viscosity  parameter 

(  ) '  Conditions  behind  a  normal  shock 
(  )  First  derivative  with  respect  to  time 

Subscripts 

FR  Fay  and  Riddell  theoretical  value 

i  Initial  conditions  at  t  =  0 

0  Stilling  chamber  conditions 

w  Conditions  at  model  surface 

6  Conditions  at  boundary  layer  edge 

»  Free-stream  conditions 
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CHAPTER  I 

INTRODUCTION 

Blunt  nosed  aerodynamic  configurations  have  become 
commonplace  among  high  speed  vehicles  which  cannot  withstand 
high  surface  heating.  Of  course,  there  is  a  drag  penalty 
which  must  be  dealt  with,  but  the  combination  of  low  heating 
and  high  drag  is  particularly  attractive  to  designers  of 
reentry  vehicles.  Manned  orbital  vehicles  such  as  Mercury, 
Gemini,  Apollo  and  Vostok  all  utilize  an  extremely  blunt 
heat  shield  section.  Theoretical  estimates  of  the  heat 
transfer  and  pressure  distributions  over  the  blunt  body  and 
experimental  wind  tunnel  data  are  used  by  the  vehicle  design¬ 
ers  to  establish  structural  requirements. 

The  most  conventional  type  of  model  used  to  obtain 
heat  transfer  data  in  continuous  flow  wind  tunnels  are  formed 
from  sheet  metal  approximately  0.030  to  0.050  inches  thick. 

The  temperature  of  this  thin  shell  is  measured  with  thermo¬ 
couples  which  are  welded  on  the  inner  surface.  A  thin  skin  is 
required  so  that  the  thermocouples  can  respond  quickly  to  the 
convective  heat  input  before  conduction  along  the  skin  intro¬ 
duces  errors.  The  model  designer  must  produce  a  model  which 
will  not  distort  or  collapse  under  the  external  aerodynamic 
load  and  which  does  not  have  internal  structure  that  acts  as 
a  heat  sink.  It  is  also  significant  that  properly  formed 
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model  shells  are  expensive  as  well  as  fragile. 

The  model  designers'  problems  would  be  greatly  simpli¬ 
fied  if  sturdy  models  with  small  calorimeters  inserted  in  the 
thick  walls  could  be  used.  Ledford  (1)^  described  such  an 
arrangement  for  obtaining  data  in  short  duration  wind  tunnels , 
but  when  similar  insulated  mass  calorimeters  or  slug  calo¬ 
rimeters  were  applied  to  obtain  data  in  a  continuous  flow 
wind  tunnel,  the  results  were  highly  time  dependent  because 
of  heat  losses  from  the  slug.  The  data  were  corrected  for 
these  losses,  but  it  would  be  much  more  convenient  if  such 
corrections  were  not  necessary.  Experimental  data  presented 
in  this  study  were  obtained  using  a  variety  of  slug  calorim¬ 
eters  as  well  as  asymptotic  calorimeters. 

Westkaemper  (2)  studied  the  possible  sources  of  error 
caused  by  placing  a  calorimeter  in  a  surface  and  divided  the 
potential  problem  areas  into  two  categories.  The  two  cate¬ 
gories  could  be  termed  geometric  simulation  and  thermal 
simulation.  The  first  category  indicates  that  the  body  sur¬ 
face  contour  should  not  be  changed  by  the  installation  of  the 
calorimeter  or  the  local  heating  rate  will  not  be  the  same 
as  it  would  be  if  the  calorimeter  were  not  present.  If  there 
is  any  curvature  in  the  model  surface  this  requirement  cannot 
be  rigidly  adhered  to  and  the  most  reasonable  approach  seems 

^"Numbers  in  parentheses  refer  to  similarly  numbered 
references  in  the  bibliography. 
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to  be  to  minimize  the  size  of  the  calorimeter  and  exercise 
reasonable  care  while  installing  the  calorimeter. 

4 

Thermal  simulation  dictates  that  the  temperature 
across  the  face  of  the  calorimeter  should  not  represent  a 
discontinuity  in  the  body  temperature  distribution.  Conti  (3) 
and  Rubesin  (4)  both  showed  that  great  errors  in  local  heat 
transfer  can  be  caused  by  a  temperature  mismatch  between  a 
calorimeter  and  the  surrounding  wall.  The  most  practical 
approach  to  thermal  simulation  appears  to  be  to  limit  the- 
temperature  rise  of  the  calorimeter  during  a  test  run  either 
by  proper  geometric  design  of  the  calorimeter  or  by  reducing 
the  test  run  time. 

The  objective  of  this  study  is  to  obtain  heat  transfer 
data  on  a  blunt  body  with  calorimeters  and  to  determine  if 
the  data  are  precise  enough  to  be  useful. 
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CHAPTER  II 

* 

APPARATUS 

\ 

I.  WIND  TUNNEL 

The  experimental  data  reported  in  this  thesis  were 
obtained  in  the  Gas  Dynamic  Wind  Tunnel,  Hypersonic  (C) ,  at 
the  von  Karman  Facility  of  the  Arnold  Engineering  Development 
Center.  Tunnel  C  is  a  continuous,  closed-circuit,  variable 
density  wind  tunnel  with  an  axisymmetric  contoured  nozzle  and 
a  50-in. -diameter  test  section.  This  test  was  conducted  at 
a  nominal  Mach  number  of  10  at  stagnation  conditions  from 
500  to  1800  psia.  A  stagnation  temperature  up  to  1850  “R 
was  utilized  to  prevent  liquefaction  of  the  air  in  the  test 
section.  The  above  operating  conditions  resulted  in  free- 
stream  unit  Reynolds  numbers  from  0.31  x  106  to  1.04  x  106 
per  foot.  Tunnel  C  and  its  associated  equipment  are  shown 
in  Figure  1.  The  test  section  tank  and  safety  doors  allow 
the  model  to  be  injected  into  the  test  section  for  a  test 
run  and  then  retracted  for  model  cooling  or  model  changes 
without  interrupting  the  tunnel  flow. 

A  more  complete  description  of  Tunnel  C  can  be  found 
in  References  5  and  6. 
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II.  MODEL 

The  configuration  selected  for  the  experimental  work 
was  a  hemisphere-cylinder. .  This  body  shape  offers  a  wide 
range  of  heat  transfer  rates  from  the  stagnation  point  to  the 
shoulder  junction  between  the  nose  and  cylindrical  afterbody. 
Reliable  theoretical  heat  transfer  distributions  and  experi¬ 
mental  data  from  thin-skin  models  of  the  same  configuration 
are  both  available  with  which  to  compare  the  present  data. 

The  model,  illustrated  in  Figure  2,  was  5.80  inches 
in  diameter  and  was  constructed  of  Type  17-4  stainless  steel. 
The  model  shell  was  machined  from  solid  material;  this  a  much 
simpler  operation  than  forming  a  shell  only  a  few  thousandths 
of  an  inch  thick.  The  calorimeters  were  lightly  pressed  into 
holes  drilled  in  the  shell. 

III.  CALORIMETERS 


Slug  Calorimeters 

Several  variations  of  an  insulated  mass  calorimeter 
or  slug  calorimeter  were  investigated  in  two  test  periods. 

A  typical  slug  calorimeter  used  in  this  study  is  shown  in 
Figure  3.  The  insulator  material  and  the  dimensions  of  the 
slug  and  insulator  were  varied  in  an  effort  to  reduce  heat 
losses  from  the  slug.  The  characteristic  dimensions  of  the 
calorimeters,  the  calorimeter  materials,  and  the  calorimeter 
locations  on  the  model  from  the  first  and  second  tests  are 
shown  in  Table  I  and  Table  II,  respectively. 
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Figure  3.  Slug  calorimeter  schematic 
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TABLE  I 

SLUG  CALORIMETER  LOCATIONS  AND  DIMENSIONS 
RUN  NUMBER  1 


<{>,  deg. 

0,  deg. 

D,  in. 

l ,  in. 

Insulator 

0 

60 

1.048 

0.125 

0.050 

Semicon 

75 

1.310 

0.187 

0.050 

Supramica 

90 

1.572 

0.187 

0.050 

Semicon 

45 

45 

0.786 

0.125 

0.050 

Semicon 

90 

30 

0.524 

0.187 

0.050 

Semicon 

45 

0.786 

0.187 

0.0  50 

Semicon 

60 

1.048 

0.187 

0.050 

Semicon 

75 

1.310 

0.125 

0.050 

Supramica 

90 

1.572 

0.187 

0.050 

Supramica 

135 

45 

0.786 

0.187 

0.050 

Supramica 

180 

30 

0.524 

0.125 

0.050 

Supramica 

45 

0.786 

0.125 

0.050 

Supramica 

60 

1.048 

0.187 

0.050 

Supramica 

75 

1.310 

0.125 

0.050 

Semicon 

225 

15 

0.262 

0.187 

0.050 

Semicon 

45 

0.786 

0.125 

0.050 

Supramica 

270 

45 

0.786 

0.125 

0.050 

Semicon 

315 

15 

0.262 

0.187 

0.050 

Supramica 
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TABLE  II 

SLUG  CALORIMETER  LOCATIONS  AND  DIMENSIONS 
RUN  NUMBER  2 


deg. 

6,  deg. 

S^B 

D ,  in. 

l ,  ini 

Insulator 

180 

15 

0.262 

0.187 

0.100 

Nylon 

‘ 

30 

0.524 

0.187 

0.100 

Nylon 

45 

0.786 

0.187 

0.100 

Nylon 

60 

1.048 

0.187 

0.100 

Nylon 

75 

1.310 

0.187 

0.100 

Nylon 

90 

1.572 

0.187 

0.100 

Nylon 
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Gar don  Gages 

The  type  of  asymptotic  calorimeter  used  in  this  study 
was  named  after  its  originator  who  first  described  the  device 
in  Reference  (7) .  Figure  4  shows  the  physical  characteristics 
of  this  type  of  gage.  The  Gardon  gage  is  a  steady  state 
instrument  originally  designed  as  a  radiometer  which  could 
measure  radiant  heat  flux  input  directly.  Heat  flows 
radially  through  the  disc  to  the  copper  case  which  is  the 
main  gage  structural  member  and  a  heat  sink.  A  copper  wire 
is  attached  to  the  center  of  the  disc  forming  a  thermocouple 
junction.  A  thermocouple  system  is  then  available,  consisting 
of  the  copper  wire,  constantan  disc,  and  copper  case,  which 
measures  the  temperature  difference  between  the  center  and 
edge  of  the  constantan  disc.  Therefore,  the  gage  electrical 
output  is  proportional  to  the-  radial  differential  temperature 
which  is  a  function  of  the  heat  input.  Table  III  shows  the 
characteristic  dimensions  of  the  Gardon  gages  used  in  this 
study  and  their  respective  positions  on  the  test  model. 

IV.  INSTRUMENTATION 

A  time  history  of  the  calorimeter  electrical  outputs 
was  recorded  on  magnetic  tape  by  a  Beckman  210.  The  tape  was 
then  transferred  to  a  CDC  1604  B  computer  which  performed 
the  data  reduction  using  the  equations  in  Chapter  IV. 
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TABLE  III 

GARDON  GAGE  LOCATIONS  AND  DIMENSIONS 
RUN  NUMBER  2 


<j> ,  deg. 

8,  deg. 

s/Kn 

D ,  in. 

l,  in. 

0 

0 

0 

0.250 

0.020 

15 

0.262 

0.250 

0.020 

30 

0.524 

0.250 

0.020 

45 

0.786 

0.250 

0.020 

60 

1.048 

0.250 

0.020 

75 

1.310 

0.250 

0.020 

90 

1.572 

0.250 

0.010 

45 

15 

0.262 

0.125 

0.005 

30 

0.524 

0.125 

0.002 

60 

1.048 

0.125 

0.002 

75 

1.310 

0.125 

0.002 

90 

1.572 

0.125 

0.002 

90 

15 

0.262 

0.250 

0.020 

30 

0.524 

0.250 

0.010 

45 

0.786 

0.250 

0.010 

60 

1.’048 

0.250 

0.005 

75 

1.310 

0.250 

0.005 

90 

1.572 

0.250 

0.002 

135 

15 

0.262 

0.187 

0.010 

30 

0.524 

0.187 

0.005 

60 

1.048 

0.187 

0.005 

75 

1.310 

0.187 

0.002 

90 

1.572 

0.187 

0.002 

225 

30 

0.524 

0.187 

0.005 

270 

15 

0.262 

0.250 

0.010 

30 

0.524 

0.250 

0.020 

45 

0.786 

0.250 

0.010 

60 

1.048 

0.250 

0.010 

75 

1.310 

0.250 

0.005 

90 

1.572 

0.250 

0.002 
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CHAPTER  III 

CALORIMETER  THEORY 

I .  SLUG  CALORIMETER 


The  heat  flow  in  a  slug  may  be  described  by  the 
following  expression: 


r*T  =  21 

k  at 


(l) 


Expanded  in  cylindrical  coordinates,  Equation  1  becomes 


1  _JL  f  ill  ,  _i  ill  .  ill  _  11 

r  3r  lr3rj  r2  902  9x2  IT  at 


(2) 


where  the  coordinate  system  is  defined  in  Figure  5.  Assuming 
symmetrical  heat  flow.  Equation  2  can  be  written  as 


1  3  L3tV  32T  _  ^p  3T 

r  9r  i.  3rJ  9x2  k  at 


If  the  slug  thickness,  is  considered  small  it  seems 
reasonable  to  assume  that  the  derivatives  of  the  temperature 
with  respect  to  the  radius  or  time  are  independent  of  x. 
Hence,  Equation  3  can  then  be  integrated  with  respect  to  x 
and  solved  for  3T/3x)^. 
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The  result  is 

=  3T  _  A  _3  L3t]  {4 

IxJ  £  k  3 1  r  3r  C3r  J  '  ' 

where  the  boundary  condition  3T/3x  =  0  at  x  =  0  has  been 
applied.  At  the  outer  surface  of  the  slug,  x  =  A,  the  heat 
transfer  to  the  slug  is  described  by 

4  ■  *£)*  <5 


Substituting  Equation  4  into  Equation  5,  a  final  expression 
for  the  surface  heat  transfer  may  be  written  as 


(6) 


The  first  term  on  the  right  side  of  Equation  6  represents 
the  net  local  heat  storage  if  no  conduction  was  present. 

The  second  term  represents  the  radial  conduction  away  from 
the  center  of  the  slug.  If  the  temperature  difference 
between  the  slug  and  the  insulation  remains  small,  the  con¬ 
duction  term  can  be  considered  very  small  compared  to  the 
storage  term.  Therefore,  Equation  6  can  be  further  simpli¬ 
fied  to  the  following 


q  = 


dT 

dt 


(7) 
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Additional  assumptions  employed  in  the  derivation  of  Equation 
7  are: 

1.  Radiation  losses  from  the  slug  to  the  cold  tunnel 
walls  are  negligible. 

2.  Conduction  losses  down  the  thermocouple  wire  are 
negligible. 

3.  The  temperature  gradient  through  the  slug  is  small. 
A  liberal  estimate  revealed  that  less  than  0.20  per  cent  of 
the  heat  input  to  the  slug  was  lost  through  radiation. 
Similarly  generous  estimates  yielded  an  extremely  small 
conduction  loss  down  the  thermocouple  wires.  Consequently, 
radiation  and  wire  conduction  losses  do  appear  negligible. 

Kurzrock  (8)  considered  the  validity  of  assuming  no 
temperature  gradient  through  the  slug  by  approximating  the 
slug  with  a  semi-infinite  slab.  The  temperature  distribution 
through  the  slug  resulting  from  a  suddenly  applied  heat  input 
is 


/' 


T  2q/kpC 


l 

n  =  0 


i  erfc 


(2n  +  1)  +  X/&) 


2/7“ 


+  i  erfc 


(2n  +  1)  -  x/l\ 
2/7“ 


(8) 


A  comparison  of  the  temperature  history  of  the  front  and  back 
surfaces  of  the  slug  is  shown  in  Figure  6.  Not  only  is  there 
a  temperature  difference  between  the  slug  surfaces,  but  the 
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surfaces. 


AEDC-TR-69-20 


AEDC-TR  -69-20 


rate  of  temperature  increase  at  the  two  surfaces  is  different. 
Since  the  calorimeter  thermocouple  indicates  the  rear  face 
temperature,  it  is  possible  to  choose  an  incorrect- slope  if 
the  data  are  reduced  too  early  in  the  test  run.  An  additional 
error  can  be  introduced  when  a  wall  temperature  is  selected 
to  evaluate  the  heat  transfer  coefficient  if  the  front  and 
rear  surface  temperatures  do  not  agree. 

The  Fourier  modulus,  S',  is  a  convenient  parameter  to 
use  as  a  guide  to  choosing  a  proper  data  reduction  time 
because  it  is  a  function  of  the  thermal  properties  and  dimen¬ 
sions  of  the  slug  and  time.  It  is  defined  as 

Y  -  (9) 

a2 

where  ot  is  the  thermal  diffusivity.  As  Figure  6  shows,  there 
is  reasonably  good  agreement  between  the  front  and  back  sur¬ 
face  temperatures  and  temperature  history  slopes  for  values 
of  above  approximately  10.  After  selecting  a  slug  material, 
a  value  of  Y  can  be  chosen  and  a  response  time  calculated  in 
order  to  specify  a  data  reduction  time. 

Caution  should  be  exercised  when  applying  Equation  8 
because  it  was  formulated  assuming  a  suddenly  applied  step 
heat  input.  This  condition  is  closely  approximated  in  a 
short  run  blow  down  wind  tunnel;  however,  injecting  a  model 
into  the  free-stream  of  a  continuous  flow  wind  tunnel  sub¬ 
jects  the  model  to  unsteady  initial  heating  as  the  model 
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passes  through  the  tunnel  boundary  layer.  Therefore,  there 
is  no  clear  approach  to  calculating  a  time  for  correct  data 
reduction  under  the  test  conditions  encountered  in  the 
present  experimental  work.  Reference  O)  offers  a  short 
approximation  to  Equation  8  which  is  convenient  for  quick 
estimates  of  slug  calorimeter  response  times: 


t  = 


i  -  a 


indicated! 


3  inpu.* 


(10) 


The  sensitivity  of  the  calorimeter  is  a  function  of 
both  the  slug  characteristics  and  the  sensitivity  of  the 
rear  face  thermocouple.  The  thermo-electric  output  of  the 
thermocouple  may  simply  be  described  as 

dE  =  B  dT  (11) 


Applying  this  expression  to  Equation  7  yields  the  calorimeter 
sensitivity 


dE/dt 

q 


B 

p*cp 


(12) 


As  Equation  12  shows,  the  calorimeter  sensitivity  can  be 
easily  adjusted  by  varying  the  slug  properties  and  thickness. 
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II.  GARDON  GAGE 

A  mathematical  expression  of  the  temperature  in  the 
sensing  disc  of  a  Gardon  gage  may  be  obtained  by  performing 
a  heat  balance  on  a  differential  element  shown  in  Figure  7. 

The  temperature  of  this  element  is  described  by  the  following: 


pCp  3T  _ 
k  3t 


_£  1  3T  3  2T 
dk  r  3r  +  „_2 


(13) 


Boundary  conditions  which  apply  to  Equation  13  are: 

1.  T  =  at  t  =  0  and  0  <  r  <  R  and 

2.  T  =  T^atO<t<°°  and  r  =  R 

Equation  13  was  derived  under  the  following  assumptions: 

1.  Radiation  heat  losses  from  both  sides  of  the 
sensing  disc  are  negligible. 

2.  Conduction  heat  loss  down  the  center  copper  wire 
is  negligible. 

3.  Sensing  disc  rear  face  convection  heat  losses 
are  negligible. 

The  total  radiation  heat  loss  from  both  sides  of  the 
sensing  disc  is  estimated  to  be  less  than  0.40  per  cent  of 
the  total  heat  input  to  the  disc.  Estimates  of  the  conduc¬ 
tion  heat  loss  down  the  center  copper  wire  showed  that  this 
error  was  insignificant.  The  assumption  of  zero  temperature 
gradient  through  the  sensing  disc  also  appears  reasonable. 
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Indeed,  one  second  after  an  instantaneous  heat  flux  is 
applied  to  the  surface  of  an  0.020  inch  thick  constantan 
disc,  the  Fourier  modulus  is  approximately  21.  Figure  6, 
page  18,  shows  that  there  is  virtually  no  temperature  differ¬ 
ence  between  the  two  surfaces  of  the  sensing  disc  at  the 
Fourier  modulus  of  21.  Since  0.020  inch  thick  sensing  discs 
were  the  thickest  used  in  these  experiments,  this  example 
should  be  the  most  severe  test  of  the  zero  temperature 
gradient  assumption. 

The  second  boundary  condition  which  specifies  that 
the  disc  edge  temperature  at  r  =  R  remains  constant  is  also 
an  assumption.  This  assumption  seems  reasonable  so  long  as 
the  volume  of  the  copper  heat  sink  is  much  greater  than  the 
volume  of  the  sensing  disc. 

An  expression  for  the  sensitivity  of  a  Gardon  gage 
may  be  obtained  by  determining  the  differential  temperature 
which  results  from  the  application  of  a  given  heat  flux 
input.  The  steady  state  temperature  distribution  in  the 
sensing  disc  is 


d2Ts 

dr2 


+ 


I 

r  dr 


(14) 


where  Tg  is  the  steady  state  temperature  at  radius  r.  The 
boundary  conditions  associated  with  Equation  14  are: 


1. 

T  =  T. 

l 

at  r  =  R  and 

2. 

►3 

II 

i-3 

O 

at  r  =  0 . 
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Applying  these  boundary  conditions  to  the  general  solution, 
the  sensitivity  equation  is 


The  conductivity,  k,  was  considered  constant  within  the 
limited  temperature  range  anticipated  for  AT.  Introducing 
the  thermo-electric  power  of  a  copper-cons tantan  thermo¬ 
couple  into  Equation  15,  the  final  expression  for  sensitivity 
is 


q 


Gardon  (7)  approximated  the  rate  of  temperature  rise 
of  a  Gardon  gage  sensing  disc  in  the  presence  of  a  suddenly 
applied  heat  input  as 


T 


=  Tc(l  -  e~t/T) 


(17) 


Equation  17  is  actually  an  application  of  the  concept  of 
Newtonian  heating.  Schneider  (10)  defines  the  exponent,  t/x, 
as 


t 

T 


Nu  y 
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where 


Nu 


hR 
=  ~k 


kt 

SpR2 


The  instrument  time  oonstant,  x,  becomes 


T 


R2 


(18) 


Combining  Equations  17  and  18  reveals  that  less  than  1.5 
seconds  are  required  for  the  largest  diameter  gage  used  in 
these  experiments ,  D  =  0.25  inches ,  to  reach  approximately 
95  per  cent  of  the  steady  state  temperature. 

It  is  evident  that  both  the  sensitivity  and  speed  of 
response  of  a  Gardon  gage  are  strongly  dependent  on  the 
sensing  disc  radius,  R.  Consequently,  both  of  these  charac¬ 
teristics  can  be  controlled  by  adjusting  the  size  of  the 
gage.  It  is  likewise  beneficial  that  a  smaller  diameter 
gage  more  nearly  satisfies  the  requirement  for  geometric 
simulation. 
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CHAPTER  IV 

PROCEDURE 

« 

I .  TEST  PROCEDURES 

Test  conditions  for  the  present  data  are  summarized 
in  Table  IV.  At  each  listed  test  condition,  the  model  was 
injected  into  the  free-stream  tunnel  flow  at  a  tunnel  axial 
station  which  had  a  reasonably  uniform  pitot  pressure  distri¬ 
bution.  Data  were  recorded  for  approximately  five  seconds 
before  the  model  was  retracted  into  the  chamber  beneath  the 
tunnel  test  section.  The  model  was  then  cooled  to  an 
isothermal  condition  before  the  next  data  run  was  started. 

II.  DATA  REDUCTION 

All  data  presented  herein  were  reduced  to  a  non- 
dimensionalized  heat  transfer  coefficient,  Stanton  number, 
from  the  following  expression: 


St  = 


PooUoo(H0 


■^7 


(19) 


The  heat  transfer  rate,  q,  for  the  slug  calorimeters  was 
computed  as 


q  =  C1  dE/dt 


(20) 
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TABLE  IV 
TEST  CONDITIONS 


Mco 

Po /  psia 

T„,  °R 

Pcf  Psia  Re^  x  10”6 

Run 

10.08 

500 

1850 

0.0107 

0.31 

2 

10.16 

1000 

1850 

0.0203 

0.60 

1,  2 

10.17 

1200 

1850 

0.0246 

0.73 

1,  2 

10.20 

1800 

1850 

0.0365 

1.04 

1 
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where  is  the  calorimeter  calibration  factor.  Gardon  gage 
heating  rates  were  computed  from  the  following  expression: 

q  =  C2E  (21) 

where  C2  is  the  gage  calibration  factor  and  E  is  the  gage 
electrical  output. 

Data  were  recorded  on  magnetic  tape  at  the  rate  of  20 
times  per  second.  A  digital  computer  was  used  to  fit  a 
parabola  through  21  consecutive  voltage  values  centered 
about  the  specific  point  of  interest.  The  voltage-time 
derivative,  dE/dt,  was  obtained  from  the  parabola  to  evalu¬ 
ate  Equation  20.  Data  were  reduced  for  the  present  study  0, 
0.25,  0.50,  1.00,  and  2.00  seconds  measured  from  the  time 
the  model  reached  the  centerline  of  the  tunnel. 

Total  enthalpies,  Hq  and  H^,  were  calculated  using 
measured  values  of  Tq  and  Tw  and  the  relationship 

H  =  C  T 
P 

where  the  specific  heat,  Cp,  was  assumed  constant.  The  free- 
stream  properties  were  corrected  for  real  gas  effects  by 
using  the  Beattie-Bridgeman  equation  of  state  and  the  pro¬ 
cedures  specified  in  Reference  11.  Slug  calorimeter  data 
were  reduced  using  the  indicated  wall  temperature  to  evalu¬ 
ate  the  total  enthalpy,  H  .  Gardon  gage  heat  transfer 

W 
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coefficients  were  reduced  with  the  sensing  disc  center 
temperature : 


T 


c 


T  . 
edge 


+  AT 


(22) 


where  Tecjge  was  assumed  constant  at  the  initial  temperature. 
III.  SLUG  CALORIMETER  AND  GARDON  GAGE  CALIBRATION 


Slug  Calorimeters 

All  the  slug  calorimeters  used  in  these  experiments 
were  calibrated  with  a  known  convective  heat  flux  input  from 
an  oxy-acetylene  torch  as  described  in  Reference  12.  A 
reference  calorimeter  was  also  exposed  to  the  same  heat 
source  and  the  combination  of  the  reference  calorimeter 
indicated  heating  rate  and  the  test  calorimeter  electrical 
output  yielded  the  calibration  factor,  C^.  The  experimental 
value  of  C^  agreed  with  the  theoretical  value,  p£Cp,  within 
approximately  ±  5  per  cent.  Other  information  gained  from 
the  calibration  procedure  showed  that  the  experimental 
response  times  were  within  ±  10  per  cent  of  the  theoretical 
predictions.  Similarly,  calorimeter  sensitivity  values  com¬ 
puted  from  Equation  12  and  experimental  sensitivity  values 
agreed  with  ±  5  per  cent. 

Gardon  Gages 

A  radiant  heat  source  consisting  of  six  quartz-iodine 
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lamps  was  used  to  calibrate  the  Gardon  gages.  Low  heat  inputs 
were  required  to  limit  the  temperature  rise  in  the  thin 
sensing  discs.  The  lamp  bank  proved  more  controllable  than 
a  torch  at  low  heating  rates;  consequently,  it  was  selected 
as  the  heat  source  for  the  Gardon  gage  calibration  proce¬ 
dure  . 

The  lamps  were  mounted  in  a  plane  parallel  to  the 
gage  sensing  discs.  A  flat  black  KrylonR  coating  was 
applied  to  the  sensing  discs  which  gave  the  surfaces  a  known 
absorptivity.  The  absorptivity  of  flat  black  KrylonR  is 
approximately  constant  near  unity  over  the  wave  length  range 
of  the  quartz-iodine  lamps'  emitted  energy  .  A  refer¬ 
ence  slug  calorimeter  and  a  Gardon  gage  were  irradiated 
simultaneously;  the  resulting  outputs  were  used  to  compute 
the  Gardon  gage  calibration  factor,  C2 . 

The  experimental  values  of  C2  deviated  from  the 
theoretical  value,  4k£,/BR2 ,  by  approximately  ±  5  per  cent 
for  the  largest  gages  (D  =  0.25  inches)  to  ±  20  per  cent  for 
the  smallest  gages  (D  =  0.125  inches).  The  inability  to 
locate  the  center  wire  accurately  probably  produces  enough 
uncertainty  in  the  value  of  R  to  heavily  influence  the  theo¬ 
retical  value  of  C2.  Experimental  response  times  generally 
agreed  with  theoretical  times  within  ±  10  per  cent.  Gage 
experimental  sensitivities  were  within  ±  10  per  cent  of  the 
values  computed  from  Equation  16. 
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IV.  DATA  PRECISION 

Estimated  precisions  for  the  individual  quantities 
required  for  complete  data  reduction  are  listed  in  Table  V. 
An  approximation  of  an  overall  data  precision  was  made  by 
computing  a  root-sum-squared  error  from  the  individual 
precision  estimates.  The  results  showed  that  both  the  slug 
calorimeter  and  Gardon  gage  data  could  be  expected  to  have 
an  approximate  precision  of  ±  6  per  cent  so  long  as  E  and 
dE/dt  remain  above  the  minimum  limits  shown  in  Table  V. 
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TABLE  V 

ESTIMATED  DATA  PRECISION 


QUANTITY 

ESTIMATED  PRECISION 

C 

1 

±  5% 

c2 

±  5% 

E 

±  10  microvolts  or  ±  1%,  whichever  is  greater 

To 

±  1% 

±  1% 

T 

edge 

+ 

1% 

dE/dt 

±  3%  or  ±  0.01 

whichever  is  greater 

Poo 

+ 

1% 

Uoo 

+ 

1% 

C 

+ 

1% 

P 
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CHAPTER  V 

RESULTS  AND  DISCUSSION 

All  the  data  presented  herein  are  non-dimens ionali zed 
with  a  theoretical  stagnation  point  heat  transfer  coefficient 
formulated  by  Fay  and  Riddell  (13)  and  compared  with  Lees' 

(14)  heat  transfer  distribution.  A  brief  description  of 
these  two  theories  and  the  numerical  evaluation  procedure  is 
given  in  the  Appendix. 

I.  SLUG  CALORIMETER  RESULTS 

Typical  slug  calorimeter  data  are  compared  with  Lees' 
predicted  values  in  Figures  8  through  10.  Data  from  calorim¬ 
eters  located  at  several  different  positions  on  the  model 
are  presented  to  illustrate  the  calorimeters 1  performance  in 
the  presence  of  various  heat  inputs.  Regardless  of  the 
insulator  material,  all  the  data  illustrated  show  a  large 
variation  with  time,  probably  due  to  conduction  losses  from 
the  slug.  In  addition,  the  initial  point  was  considerably 

V. 

higher  than  Lees'  value  in  all  cases.  Equation  10  indicates 
that  all  of  the  calorimeters  had  more  than  sufficient 
response  time  compared  to  the  length  of  time  required  to 
inject  the  model  into  the  free-stream  flow;  hence,  the  high 
initial  point  must  have  originated  for  some  other  reason. 

Stagnation  point  data  were-  obtained  during 
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Time  from  Tunnel  Centerline,  seconds 
a.  S/Rjj  -  0.261,  0  °  313  deg. 


Time  from  Tunnel  Centerline,  seconds 
b.  S/Rn  -  0.785,  0  -  135  deg. 


Time  from  Tunnel  Centerline,  seconds 
c.  S/Rn  ■  1.045,  0  » 180  deg. 

Figure  8.  Time  variation  of  Supramica  insulated  slug 
calorimeter  indicated  heat  transfer. 
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Time  from  Tunnel  Centerline,  seconds 
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Figure  9.  Time  variation  of  Semicon  insulated  slug 
calorimeter  indicated  heat  transfer. 
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Sym 

Rea>.  d  x  10_6  l  in. 
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□ 
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Time  from  Tunnel  Centerline,  seconds 
b.  S/Rfy  -  0.523,  0  -  180  deg. 


o  as  1.0  1.5  2.0 


Time  from  Tunnel  Centerline,  seconds 
c.  S/Rn  -  1.045,  0  t  180  deg. 

Figure  10.  Time  variation  of  nylon  insulated  slug 
calorimeter  indicated  heat  transfer. 
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the  injection  motion  using  a  5.8  inch  diameter  hemisphere - 
cylinder  model  with  a  0.040  inch  thick  skin.  The  indicated 
heat  transfer  rate  rose  to  more  than  50  per  cent  above  Pay 
and  Riddell's  predicted  value  before  dropping  to  near  the 
correct  value  when  the  model  reached  the  tunnel  centerline. 
This  peak  heating  characteristic  was  attributed  to  the 
interaction  between  the  model  bow  shock  and  the  wind  tunnel 
boundary  layer  as  the  model  traversed  the  tunnel  boundary 
layer.  This  same  phenomena  may  have  been  responsible  for 
the  excessively  high  indicated  heat  transfer  rates  at  t  =  0. 
The  heat  pulse  had  the  additional  detrimental  contribution 
of  causing  the  differential  temperature  between  the  slug 
and  the  surrounding  insulator  to  increase  rapidly  before  the 
model  reached  the  tunnel  centerline,  thereby  allowing  an 
early  onset  of  radial  conduction  losses.  Conduction  losses 
apparently  caused  the  downward  trend  in  the  indicated  heat 
transfer  coefficients. 

Westkaemper  (2)  performed  a  numerical  analysis  of  the 
temperature  distribution  in  the  insulator  and  a  slug  of  a 
slug  calorimeter  subjected  to  a  suddenly  applied  heat  input. 
His  results  showed  that  the  surface  temperature  of  the 
insulator  may  exceed  the  surface  temperature  of  the  slug  for 
a  short  time  after  the  heat  is  applied  if  the  insulator 
thermal  diffusivity  is  much  less  than  the  slug  thermal 
diffusivity.  Consequently,  heat  conduction  into  the  slug 
can  occur  which  may  also  contribute,  to  the  high  early 
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indicated  heat  transfer  rates.  This  is  particularly  true 
for  the  nylon  insulated  calorimeters,  since  the  thermal 

T5 

diffusivity  of  nylon  is  lower  than  either  Semicon  or 

15 

Supramica  . 

An  effort  was  made  to  reduce  the  radial  conduction 
losses  by  increasing  the  radial  thickness  of  the  insulation. 
The  0.25  inch  outside  diameter  was  maintained  and  the  slug 
diameter  was  reduced  from  0.187  inches  to  0.125  inches.  The 
resulting  data,  presented  in  Figure  11,  show  that  conduction 
losses  increased  rather  than  decreased.  The  initial  point 
(t  =  0)  was  very  high  and  the  rate  of  decrease  in  the  indi¬ 
cated  heat  transfer  coefficient  was  slightly  greater  than 
the  results  from  calorimeters  with  large  slugs.  Increasing 
the  surface  area  of  the  insulator  may  have  allowed  heat  to 
flow  into  the  slug  and  caused  the  initial  data  point  t<b  be 
high.  Reduction  of  the  slug  Volume  allowed  the  slug  tempera¬ 
ture  to  rise  more  rapidly  than  a  large  slug  and  promoted  the 
onset  of 'radial  conduction  losses. 

Perhaps  the  greatest  obstacle  to  success  in  these  slug 
calorimeter  experiments  was  the  requirement  for  injecting 
the  model  into  the  wind  tunnel  free-stream  through  the 
tunnel  boundary  layer.  If  the  test  model  could  be  equipped 
with  a  disposable  insulating  shield  which  could  be  jettisoned 
after  the  model  passed  through  the  tunnel  boundary  layer,  it 
seems  reasonable  to  speculate  that  usable  data  could  be 
obtained.  Otherwise ,.  conduction  heat  . losses  must  be  accounted 
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Sym 

Re®,  d  x  4  In. 

D,  in. 

o 

10.20 

1.04  0.050 

a  125 

□ 

10.17 

0.73  0.050 

0.125 

o 

10.16 

0.60  0.050 

0.125 

Lees'  Predicted  Value  Based  on 

Experimental  Pressure  Distribution 

Time  from  Tunnel  Centerline,  seconds 

a.  S/Rn  °  0.523,  0  -  180  deg. 


Time  from  Tunnel  Centerline,  seconds 

b.  S/Rn  -  0.785,  0  -  180  deg. 


Time  from  Tunnel  Centerline,  seconds 

c.  S/Rjj  '■  0.785,  0  ■  225  deg. 


Figure  11.  Time  variation  of  indicated  heat  transfer  from 
Supramica  insulated  slug  calorimeter  with  small  slug. 


39 


AEDC-TR-69-20 


for. 


II.  GARDON  GAGE  RESULTS 

Experimental  Gardon  gage  heat  transfer  data  are  com¬ 
pared  with  theoretical  heat  transfer  distributions  and  with 
previous  thin-skin  data  in  Figures  12  through  16.  There  was 
no  data  deviation  which  appeared  to  be  a  function  of  either 
model  or  flow  malalignment;  therefore,  all  the  data  are 
plotted  without  regard  for  the  circumferential  location  of 
the  gages.  Gage  response  estimates  indicated  that  the  gages 
probably  would  not  reach  steady  state  operation  until  the 
model  had  been  on  the  tunnel  centerline  for  0.50  to  0.75 
seconds.  However,  an  oscillograph  trace  of  several  gage 
outputs  during  the  injection  motion  showed  that  the  gages 
actually  reached  steady  state  operation  before  the  model 

i 

arrived  on  the  tunnel  centerline.  The  model  bow  shock- 
tunnel  boundary  layer  interaction  probably  caused  the  gage 
sensing  disc  temperature  to  rise  more  rapidly  than  estimates 
indicated.  Consequently,  all  the  Gardon  gage  data  presented 
were  recorded  when  the  model  reached  the  wind  tunnel  center- 
line. 

A  comparison  among  the  present  Gardon  gage  experi¬ 
mental  stagnation  point  heat  transfer,  Fay  and  Riddell's 
(13)  predicted  values,  and  thin-skin  data,  are  illustrated 
in  Figure  12.  Although  the  Gardon  gage  data  are  consis¬ 
tently  high,  they  are  in  reasonably  good  agreement  with 
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Experimental  Data 
Sym  Data  Source 


Re®,  d  x  ^ 


Figure  12.  Comparison  of  theoretical  and  Gardon  gage 
experimental  stagnation  point  heat  transfer. 
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Experimental  Data 


Sym 

o 

R^jXlO-* 

Gage  Diam, 

D.  in. 

Disc  Thickness, 
4  in. 

10.17 

0.73 

0.250 

0.020 

□ 

iai7 

0.73 

0.250 

0.010 

O 

10.17 

0.73 

a  250 

0.005 

\7 

10.17 

0.73 

a  250 

0.002 

Filled 

Symbols 

iai6 

0.60 

0.250 

As  Above 

Flagged 
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Numerical  Results 

As  Above 

Lees'  Distribution  Based  on  Experimental  Pressure 
Distribution 


Figure  13.  Effect  of  sensing  disc  thickness  on  Gardon  gage 
indicated  heat  transfer,  D  =  0.250  inches. 
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Experimental  Data 
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Figure  14.  Effect  of  sensing  disc  thickness  on  Gardon  gage 
indicated  heat  transfer,  D  =  0.187  inches. 
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Experimental  Data 
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Figure  15.  Effects  of  sensing  disc  thickness  on  Gardon  gage 
indicated  heat  transfer,  D  =  0.125  inches. 
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Experimental  Data 
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Thin-Skin  Data  (VKF) 

Lees'  Distribution  Based  on  Experimental  Pressure  Distribution 
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Figure  16.  Summary  comparison  of  Gardon  gage  data  with 
theoretical  and  experimental  heat  transfer 
distributions . 
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both  the  "theoretical  values  and  the  thin-skin  data. 

In  Figure  13  the  influence  of  sensing  disc  thickness 
on  data  from  0.25  inch  diameter  gages  is  illustrated.  The 
data  are  in  excellent  agreement  with  Lees'  distribution. 
Indeed,  there  appears  to  be  no  distinguishable  trend  with 
varying  sensing  disc  thickness.  Figures  14  and  15  show  a 
similar  lack  of  influence  due  to  varying  sensing  disc  thick¬ 
nesses  on  data  from  0.187  inch  diameter  and  0.125  inch 
diameter  gages,  respectively.  However,  there  is  increasing 
scatter  in  the  data  with  decreasing  gage  diameter,  particu¬ 
larly  below  S/Rjj  =  1.20.  The  gage  sensitivity  equation, 
Equation  16,  shows  that  a  gage  sensitivity  is  more  strongly 
influenced  by  gage  radius  changes  than  by  variation  in 
sensing  disc  thickness.  Therefore,  the  0.187  inch  diameter 
and  0.125  inch  diameter  gages  in  the  lower  heating  areas 
beyond  S/R^  =  1.20  yielded  electrical  outputs  below  the 
lower  limit  stated  in  Table  V,  page  32. 

A  comparison  of  Gardon  gage  data  with  thin-skin  data 
from  two  sources  and  with  Lees 1  distribution  is  presented  in 
Figure  16.  The  Gardon  gage  data  illustrated  in  this  figure 
were  averaged  according  to  diameter  without  regard  for 
Reynolds  number  or  sensing  disc  thickness.  All  of  the  Gardon 
gage  data  are  in  good  agreement  with  both  the  theoretical 
and  experimental  distribution. 


46 


AEDC-TR-69-20 


CHAPTER  VI 

\ 

CONCLUSIONS 

Experimental  convective  heat  transfer  distributions  on 
a  hemisphere-cylinder  model  have  been  obtained  using  slug 
calorimeters  and  Gardon  gages  at  a  nominal  Mach  number  of  10 
over  a  Reynolds  number  range  from  0.31  x  106  to  1.04  x  106 
based  on  the  model  diameter  (5.80  inches).  Within  the  range 
of- ‘.experimental  conditions  considered  in  this  study,  it  may 
be  concluded  that  Gardon  gages  can  be  employed  to  measure 
heat  transfer  distributions  on  blunt  bodies  at  hypersonic  Mach 
numbers.  Indeed,  the  Gardon  gage  data  were  generally  in  good 
agreement  with  both  theoretical  predictions  and  thin-skin  data,. 

Slug  calorimeter  data  obtained  in  this  study  revealed 
several  problems  associated  with  using  such  devices  in 
continuous  flow  wind  tunnels.  The  most  obvious  problems 
noted  were: 

1.  There  is  no  clearly  defined  data  reduction  time 
for  slug  calorimeter  data. 

2.  Conduction  losses  must  be  accounted  for  when 
analyzing  slug  calorimeter  data. 

3.  Models  instrumented  with  slug  calorimeters 
probably  will  not  yield  satisfactory  results  when 
injected  into  the  wind  tunnel  free-stream  through 
the  tunnel  boundary  layer. 
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Obviously,  the  instrumentation  used  in  this  investi¬ 
gation  could  be  applied  to  aerodynamic  shapes  other  than 
blunt  bodies.  However,  the  shape  and  depth  of  the  instru¬ 
ments  would  have  to  be  modified  before  they  could  be 
installed  in  slender  bodies  or  thin  wings  and  fins. 
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APPENDIX 

HEAT  TRANSFER  THEORIES 

Lees  (14)  formulated  the  following  expression  for  the 
heat  transfer  rate  at  a  distance  S  from  the  stagnation  point 
of  a  blunt  body: 

q(S)  =  0.47/(p6u6)  0  u^  hfi  •  F(S)  (A-l) 

The  factor  F(S)  is  a  function  of  the  body  shape  and  flow 
conditions  at  the  outer  edge  of  the  boundary  layer  and  may 
be  written  as 


F(S) 


(A- 2) 


where  rg  is  the  cross-sectional  body  radius  at  the  station 
of  interest.  Equation  A-l  was  derived  within  the  limits  of 
the  following  assumptions: 

Tw  <<:  T6 

P6P5  =  pwyw 
u2/2  <<  h 
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At  the  stagnation  point,  S  =  0,  Equation  A-l  becomes 


(A—  3 ) 


Assuming  constant  static  pressure  across  the  boundary 
layer,  the  quantity  P^/P^  becomes  PW/PJ  which  was  obtained 
from  Trimmer's  (16)  experimental  data.  The  velocity  ratio, 

ufi/u0o,  was  computed  from  the  following  expression: 

v 


u" 


(A—  4 ) 


The  .Mach  number  and  temperature  at  the  edge  of  the  boundary 
layer  were  computed  by  assuming  an  isentropic  expansion 
around  the  nose  from  a  reservoir  at  the  stagnation  point  as 
follows : 


Hirshf elder 's  viscosity  law  was  employed  and  is  written  as 
y  =  (8.051  x  10“10)T. 
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The  quantity  u  is  defined  as 


The  stagnation  point  velocity  gradient,  (dUg/dS)0, 
was  evaluated  using  the  Newtonian  approximation 


1_  /‘2(P°  '  p-> 
RN/  P° 


{A- 5) 


Assuming  a  perfect  gas,  all  the  individual  elements  are 
available  to  evaluate  Equations  A-l  and  A-3.  It  appears  that 
these  two  values  are  all  that  are  necessary  to  make  compari¬ 
sons  with  experimental  data.  However,  Donovan  (17)  and  Cox 
and  Crabtree  (18)  both  point  out  that  Lees'  distribution 
and  stagnation  point  value  are  generally  as  much  as  20  per 
cent  below  experimental  measurements. 

A  requirement  still  exists  for  a  usable  theoretical 
stagnation  point  heat  transfer  rate  with  which  to  non- 
dimensionalize  experimental  data  before  making  comparisons 
with  Lees'  distribution.  Both  References  17  and  18  state 
that  Fay  and  Riddell's  (13)  stagnation  point  heat  transfer 
formulation  yields  results  which  usually  are  in  good  agree¬ 
ment  with  experimental  data.  Their  expression  is 
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g,  -  0.94(h„  -  h{) (pwuK)°-ltp6v{)0-^ 


/  '4U«1 

f  dS, 


(A-6) 


The  primary  reason  for  the  improved  accuracy  is  that  Fay  and 
Riddell  did  not  restrict  the  term  py  as  Lees  did.  Reference 
18  indicates  that  there  is  a  factor  [Pwyw/ (^y^) 0 ^ * 1  for  a 

Lewis  number  of  unity  between  Equations  A- 3  and  A-6  which 

■  1 

may  'reach  a  value  of  4  or  5  for  a  highly  cooled  surface. 
Additional  assumptions  used  were: 

Pr  =  0.7 


L  =  1  and 


y  =  2.27 


T 


3/2 


T  +  198.6 


x  10 


-8 


Additional  terms  already  discussed  are  available  for  numerical 
evaluation  of  Equation  A'-6. 
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Arnold  Engineering  Development  Cen¬ 
ter,  Air  Force  Systems  Command, 
Arnold  AF  Station,  Tennessee  37389 


Experimental  convective  heat  transfer  distributions  on  a  hemi¬ 
sphere-cylinder  configuration  were  obtained  using  slug  calorimeters 
and  Gardon  gages.  Wind  tunnel  tests  were  conducted  at  a  nominal  Mach 
number  of  10  over  a  free-stream  Reynolds  number  range  from  0.31  x  10° 
to  1.04  x  10®  based  on  the  model  diameter  (5.80  inches).  The  data 
were  compared  with  theoretical  heat  transfer  values  and  data  obtained 
with  thin-skin  calorimetric  wind  tunnel  models.  The  slug  calorimeter 
data  were  highly  time  dependent  due  to  conduction  heat  losses;  conse¬ 
quently,  the  data  did  not  compare  favorably  with  theoretical  predic¬ 
tions.  Gardon  gage  indicated  heat  transfer  was  in  very  good  agreement 
with  both  theoretical  values  and  data  from  other  sources. 
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